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1. Polarization-mode dispersion (Williams)

2. Transmitter/receiver frequency response (Hale and Clement)
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PMD measurement advice for folks with turnkey measurement systems

Assumptions:
A basic understanding of PMD
A PMD measurement system

An understanding of the measurement techniques

Avoild measurement traps that give
false results.

..............
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1. Perform measurement “calibration”

2. Understand limitations imposed by
measurement conditions

3. Choose measurement parameters correctly

4. Be aware of measurement uncertainties

Assumption: measurement system works correctly
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General Case: Output PSP_
) <« (slow)
N \1 \Output PSP
Input PSP, nput PSP (fast)
(fast) (slow)

* Birefringence affects propagation velocity and output polarization state
* PMD is characterized by two Principal States of Polarization (PSP)

» PSPs are wavelength-independent (to first order)

 Propagation along PSPs is the fastest/slowest possible

* PMD is the phenomenon, DGD (Ar) is the magnitude

Differential group delay (DGD): AT=1 fast T

slow




NIST Review: Time domain PMD measurement
National Institute of Standards and Technology IOW-COheI’CIlCC lnterferometery (INT)
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broadband |......... X — %ﬁ ............................... ............

SOurce /

|
}\/ ]L Det.

Intensity (a.u.)

 “Width” of delay histogram gives mean DGD o Tmew
e Measures only mean DGD
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Review: Frequency domain PMD measurements

Poincaré sphere

cee
oooooooooooooo
)
.o

(3-d representation of polarization state)
Equator: linear polarization states

Poles: left and right circular

Elsewhere: elliptical

Measure transmitted polarization
state of light - at two optical
frequencies (®, and ®,)

as
dw

Polarization-based DGD definition

Differential Group

S Delay (DGD)

(o = radian frequency)

‘ Measures DGD(A) ‘

Jones Matrix Eigenanalysis (JME), Mueller matrix method (MMM),
Poincaré¢ sphere analysis (PSA)...
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Review: Polarization-mode coupling

Non-mode-coupled devices: ~__ @D\

Simple birefringence (fast and slow eigenaxes independent of wavelength)

Examples:

waveplates, single crystals, polarization maintaining fiber, typical components

Typical measurement results (non-mode-coupled)

Low Coherence
Interferometry

Intensity (a.u.)

Time (ps)

Polarimetric

DGD (ps)

Wavelength (nm)

Intensity (a.u.)

Fixed analyzer

VWV

1300 1400 1500 1600
Wavelength (nm)

1700




National Institute of Standards and Technology ReVIeW: POlarlzatlon—mO de Coupllng

Technology Administration, U.S. Department of Commerce

Mode-coupled devices: gy m

Complex birefringence (collection of simple birefringent elements)
Fast and slow eigenaxes are wavelength-dependent

Examples:
Long fibers, multiple splices of polarization maintaining fiber, full systems

Typical measurement results (Mode-coupled)
Low Coherence : ) :
Polarimetric Fixed analyzer
Interferometry
0.8 -
~T 0.7 4 —;
:! 0.6 1 3
=1 é 0.5 4 -
£ 0.4 4 £
5 3 - c
= 2 02 g
7 0.1 4 =
n n o v v L L L) L]
Time (ps) 1460 1480 1500 1520 1540 1560 1580 1300 1400 1500 1600 1700
Wavelength (nm) Wavelength (nm)




NIST Calibration: Non-mode-coupled
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Technology Administration, U.S. Department of Commerce !measure a dCVICC Of known DGD)

Artifact Selection Criteria:

* DGD approximates that of your DUT
* DGD can be predicted by other means
» Environmentally stable

Single * Predictable DGD A7 = Ang L , L=thickness, An, = group birefringence
birefringent ¢ —=(
crystal * Beware of waveplate tilt, multiple reflections, and dispersion T
* Maximum DGD limited (0.5 ps or so)
Polarization- | * DGD predictable but less certain —
maintaining * Beware of temperature coeff. (2-10x > quartz) T~
fiber » Large DGD values possible
* DGD predictable from geometry S
PMD * Beware of reflections and polarization extinction ratio T a T
emulator « Variable DGD possible I ¢ P g I
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Artifact Selection Criteria: \D@
* Mean DGD approximates that of your DUT
* DGD(A) “looks typical”

» Environmentally stable

Stacked, misaligned crystals

- X
~
x\

X-x
Spliced PM fiber

_x-—x’

DGD prediction difficult (lenses, alignment,
adhesives,...)

0.7 ) )
“wavelength shift” with temperature
0.6
0.8
0.5 0.7 } Stack of 35
204 ~ 0.6 I quartz plates
= 05 F
QO 0.3 a 04
0.2 2 03t
02 F heyfoo T
0.1 01 F " 165 C
0 0 1 1 1 1 1
1480 1500 1520 1540 1560 1460 1480 1500 1520 1540 1560 1580
Wavelength (nm) Wavelength (nm)

Multiple 35-plate stacks (identical preparation)

10
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—
wn O

Frequency

\D@D\

Beware:

* Instability with fiber lead reorientation
(Non-polarimetric techniques)

(Polarimetric)

*  Disagreement between techniques

Simulation: 35 quartz plates, 200 nm measurement
spectrum, 100 measurements 1
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et s il Torknr Limitations: fiber lead birefringence
I . Inherent birefringence P\
Do this (Errors of a few f5)
Choose fibers carefully
%@ Use shortest possible leads
/ Measure PMD 1n “shorted” setup

Bend birefringence Az (fs) ~
r(cm)
(Errors of a few fs)
No tight bends. (r > 5 cm)

Multiple measurements with fibers oriented

out of plane )
~— —

(Mostly a component problem)

Not this : .
/ (only to estimate uncertainty)
( 5

12
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Fiber leads moving (modulates polarization, adds noise)
(Errors proportional to total DGD)
Stabilize fibers
Keep motion slow compared to “time constant”

DUT thermal stability

(Errors proportional to total DGD) S
Interferometric technique less sensitive
0.34 45
0.335 1
0.33 A 40
0.325 A g
‘2 032 35 @
~ =
a 0.315 =
8 0.31 A 30 §.
i =
0.305 &
0.3 25
0.295
0.29 20
0 10 20 30 40 50 60
Time (min.)
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“Multi-path interference” (MPI)

T

>
.
)

Impact of MPI

DGD errors regardless of cavity geometry

Interferometry, Fixed analyzer (un-normalized)

Limitations: Multiple reflections

DGD errors only if PMD within cavity
MMM, JME, PSA, MPS, PSD... I~
Fixed analyzer (normalized) 3

DGD errors have zero mean
MMM, IME, PSA, MPS, PSD...

1.2

1
0.8 1
0.6 1
0.4 1
0.2 1

0 T T T T
1460 1480 1500 1520 1540

Wavelength (nm)

1560

1580

Mitigation of MPI (polarimetric techniques)

Average DGD over many ripple periods is stable

Make several measurements within each ripple period

14
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Generic polarimetric measurement:
1. Launch light at two different wavelengths.

Measure the respective outputs S, & S,

2
3. Calculate arc between S, and S,,.
4

Calculate DGD. ‘ AG
AT =|—
Aw
0.7 Basic questions (JME, MMM, PSA...):
06 “Start/stop wavelength ? ”
2 zi “Step size AL ?”
=
= 07 AM (or Am) selects resolution
0.2
o1 L AS selects noise, DGD range, bias)
0
1480 1500 1520 1540 1560

Wavelength (nm)
15
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Parameters: Noise due to step size

AT

A0
Aw

DGD noise due to Stokes noise and wavelength jitter

AN

NN

|

d(Ar))z B (d(AS)jz +£d(Aa))
Ar ) U AS Aw

j

Relative DGD uncertainty

« With wavelength meter, d(A®)/Aw negligible

* Stokes noise d(AS) 1s fixed (for a given measurement setup)

(choose largest AS possible — large wavelength step)

d(A7)

2
Arjz( AS

d(AS)jz




NIST .. :
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Stokes noise

DGD noise due to Stokes noise d(4S)

N

(d(m)j N(d(AS)jz
Ar ) U AS

1
o= = “Bandwidth efficiency factor”
d(AS)
A6
AT =|— SNR <a A7 Aw
Aw

Example: JME measurement, o = 250, filter BW = 50 GHz (A®=3x10'! rad/s)

Q. “What will be your SNR if you measure a 0.1 ps device?
A. SNR =8, or 13 % noise

17
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Parameters: Bandwidth efficiency factor o

a af [ Ld [ ]
. .« 1 | Limiting factor
(expression) Typical
Low coherence :
. Gaussian source spectrum
interferometry 0.75/m 0.24
(INT)
Fixed Analyzer :
(FA) l/m 0.3 Extrema spacing
Polarimetric :
(JME, PSA, 1/d(AS) 250 Stokes I;Z;Zeﬁlgjgele“gth
MMM,...)
-shi 360° , ,
RE Phase-shift 1400 Phase resolution (noise)

(MPS, PSD)

A Agodeg

18
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Measuring a small PMD in a narrow bandwidth
can give a bias (hot just random noise).

AG
SNR < A7 Aw At = v
Q)

Bias for Polarimetric PMD Measurements

0.2
0.15

0.05

Relative PMD Bias
-
(S
]

P.A. Williams, Applied Optics, 38, 6508-6515 (1999).
19
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|A9
AT =|— SNR <aATAw
Aw

Better noise performance for larger Aw

AS 1s measured as the shortest path between S(w,) and S(®,)

Aliasing always under-reports DGD
Rule of thumb: AtAw<m ol AtAA<4 ps-nm)(for 1550 nm)

Reduce AL and repeat measurement (is result the same?)

20



NIST Parameters: 2"d-order PMD limits max. step size
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15t Order: |Q = ATS “Depolarization”

/ (wavelength-dependent PSP)
2¢Order: |Q, = Az, §+A7S, Q(.2) = PSP(.2)

Q (k1) =PSP(h1)

Polarization-dependent chromatic dispersion (PCD)
0.7

0.6
0.5
204
a
3 03
a
0.2
0.1

0 1 1 1 1
1480 1500 1520 1540 1560

Wavelength (nm)

» Sample sufficiently to resolve DGD features

» Decrease wavelength step size to resolve a smooth curve (may be noisy)
21
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05 Q(12) = PSP(.)
=~ 0.6 - Q (7\ 1) = PSPO&I)
=
a 04 -
&)
=S 02 -
0 ] ] ]
1200 1250 1300 1350 1400
Wavelength (nm)
1.01
% | [emmleo. .. Simulation:
Q999 | - Highly mode-coupled devices.
O
[ J
E 0.98 e o Independent of mean DGD
o
| ° For 5% accuracy:
o p— | [ J
g "7t ° éTAK <1.5 ps@
095 ®
[ J
0.94 L : :
0 0.5 1.5 2

1
ATAL (ps*nm) 2
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What’s the dominant uncertainty source?
...Depends on the measurement.

Broad bandwidth or small PMD

Dominated by fiber lead birefringence uncertainty

Example:

kNRSaArAm

MMM technique, a=250, step size = 10 nm,
DGD = 0.1 ps

SNR=196 (noise = 0.5% or 0.5 {5s)

Narrow bandwidth or big PMD
Dominated by random noise (Bandwidth efficiency factor, o)

Example:
MMM technique, a=250, step size = 0.1 nm, DGD = 2 ps
SNR=39 (noise = 2.6 % or 51 £5)

23
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Mode-coupled fibers o8
: i : 2 ot A AN I T
Dominated by statistical uncertainty g° VAV S VY, N
o 1 "
~ Total Span Of 1250 1300 1350 1400 W145(lI 1500 1550 1600 1650 1700
é/_ avelength (nm)
<A T> \/<A T>A wspan measurement
Example: DGD=5 ps, span = 25 nm
» JME : Me;asir_ed_F_’MD_f Theoretical Mean P_MD - # measurements
2 | o/<ArT> .
4l v required
13 =
10 % 1
/\ 1.2
S L
g 5% 4
X 1.0
2 09 1 % 100
(=3
<] 08
0.7 : 5
067 . Multiple measurements must be
0%, B0 46 80 B0 100 120 150 168 190 200 20 2k0 T T T statistically independent - (time,

<AT>A® temperature, re-arranged fibers).

span

24
N. Gisin et al, IEEE PTL, V8, 1671-1673 (1996).
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W N =

General PMD Review

. Edward Collette, Ed., Polarized Light: Fundamentals and Applications (Marcel Dekker Inc., New York, 1993), p.219.
. Dennis Derickson, Fiber Optic Test and Measurement, (Prentice Hall, New Jersey, 1998) p.487.
. B.L. Heffner, “Automated measurement of polarization mode dispersion using Jones matrix eigenanalysis,” [EEE

Photonics Technology Letters 4, 1066-1069 (1992).

. C.D. Poole and D.L. Favin, “Polarization-mode dispersion measurements based on transmission spectra through a

polarizer,” Journal of Lightwave Technology, 12, 917-929 (1994).
Calibration issues

. P.A. Williams, “Mode-coupled artifact standard for polarization-mode dispersion: design, assembly and

implementation,” Applied Optics, 38, 6498-6507 (1999).

. David J. Ives, “Calibration of a Polarisation State Analyser for Polarisation Mode Dispersion Measurements”,

Conference Digest, Optical Fiber Measurements Conference, Teddington, 213-216, (1997).

. P.A, Williams, “Rotating wave-plate Stokes polarimeter for differential group delay measurements of polarization-mode

dispersion,” Applied Optics, 38, 6508-6515 (1999).
PMD Uncertainty

. W.B. Gardner, and TIA Ad Hoc Group, “Inter-laboratory polarization mode dispersion measurement study,” Technical

Digest, 1994 Symposium on Optical Fiber Measurements, National Institute of Standards and Technology Special
Publication 864, 171-174, (1994).

. P.A. Williams “TIA round robin for the measurement of PMD,” Technical Digest, 1996 Symposium on Optical Fiber

Measurements, National Institute of Standards and Technology Special Publication 905, 155-158 (1996).

. N. Gisin, B. Gisin, J.P. Von der Weid, R. Passy, “How Accurately Can One Measure a Statistical Quantity Like

Polarization-Mode Dispersion?” IEEE Photonics Technology Letters, 8, 1671-1673 (1996).

. P.A. Williams “Accuracy issues in comparisons of time- and frequency-domain polarization mode dispersion

measurements,” Technical Digest, 1996 Symposium on Optical Fiber Measurements, National Institute of Standards
and Technology Special Publication 905, 125-129 (1996). 25
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Fiber and component metrology for high-speed
communications

Part 2: Receiver measurements

Paul Williams, Paul D. Hale, and Tracy S. Clement
National Institute of Standards and Technology
Boulder, Colorado

26
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» Use optical source with known modulation
to calibrate recerver

— Time-domain: Optical impulse
— Frequency-domain: Sinusoidal modulation
— Optical Noise

* Then use calibrated receiver to measure

unknown modulated sources or unknown
receivers

27
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ottt o Spdrds o Tetnseny Measuring optical receiver response
Mode-locked > Opt%cal \ .Ideal
laser recelver oscilloscope
I(t) 2 R(t) = M(t)

i(w) (o) = m(®)

1

Receiver response 1s what
we want

28
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Mode-locked ~/\»
laser ‘ Autocorrelator
1(?)

A(?)

A(t) = j I(t+7)(r)dr

a(o) =i(o)|
i (@) =i(0)| = a(w)

Phase error 1s estimated by J. Verspecht, “Quantifying the maximum phase-distortion error
introduced by signal samplers,” IEEE Trans. Instrum Meas., 46, 660 (1997).
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Time-domain Frequency-domain
Error in FWHM Error in magnitude (dB)
50 1
40 — 0.8 —
O\Cl 30 —- % 0.6 —
E A
g, B o]
10 — 0.2 —
0 — T T T "~ T 0 1
0 0.2 0.4 0.6 0.8 1 0 10 20 30 40 50
Optical pulse width, normalized units Frequency, GHz

Assumes Gaussian laser pulse and Gaussian receiver
response

30
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FFT tutorial:
Total measured time = Resolution in frequency-domain
Sample spacing in time-domain = Highest calculated frequency

fowe =(200)"

0.08 0
TH +
an) . +
i o)
~ -10 — +
Q | +
> 0.04 — S +
- Q. 20 —
=
s 9p]
o, 1 o 1
=
= = 30 — +
<
@) 0 )
o p— -
St
=
_ g 40—
m i
_0.04 L] I L] I L] I L] _50 L] I L] I L]
0 0.2 0.4 0.6 0.8 0 20 40

Time, ns Frequency, GHz
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0.08
i % 0 —t. + Original data spectrum
%« | + . Spectrum after padding
> 0.04 — Pad with zeros here 8
o -
) Q_‘ — e, o o,
I 2 T
& = i,
= = ’
@) 0 _-L Q e
= -4 — %,
O
1 2 i *
'004 L] I L] I L] I L] I L] '6 L] I L] I L] I
0 2 4 6 8 10 0 10 20 30 40
Time, ns Frequency, GHz

Longer time record gives frequency points spaced by 100
MHz but “real” resolution i1s still 3 GHz

32
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0.02

Output, V
I 1
Electrical response, dB
|

'0.02 ) I ) I ) '6 I ) I ) I

0 0.4 0.8 1.2 0 10 20 30 40
Time, ns Frequency, GHz

Difference in response is about 0.2 to 0.5 dB and increases with
frequency

33
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Electrical reflections and oscilloscope response

Mode-locked
laser

)\

—

Optical
receiver
Syl ~ 1

—>>—£||e>-

Bias tee

0.08

-0.04

0 2

Time, ns

4

Electrical response, dB

Sampling
oscilloscope

Response=?

0 —

-10 —

20 —

30 —

-40 T I
0 20

I )
40 60

Frequency, GHz

2.5

|
Phase, rad.

34
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0.08
% 0 ‘{‘A
> 0.04 — : M'ill“il“‘“l
=l R M\ |/ A WH'“ |
& v v X LA ) i1
@) O—GLv*—-—-A——+ § ‘“ l!‘ 4]'
g 7 &Y
2 | ""
88 v
0.04 — T - T 1T "~ 1 o — 1T 1 1 " 1
0 2 4 6 8 10 0 10 20 30 40

Time, ns Frequency, GHz

Can window out reflections from different
components, but....

35
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* Need detailed information on delays and
component losses to choose window

 What impedance 1s measurement referenced to?
= Use frequency-domain microwave measurements

* Oscilloscope still needs calibration
— Swept-sine-wave method with mismatch corrections
— Nose-to-nose calibration
— Transfer standard calibrated by electro-optic sampling

P. D. Hale, T. S. Clement, D. F. Williams, E. Balta, and N. D. Tangja, “Measuring the frequency response
of gigabit chip photodiodes,” J. Lightwave Technol., 19, 1333 (2001).

36
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et e of St vt elony “Simple” frequency domain method
For now
- assume the
M1c.rowave /\/ Modulated source modulation
signal (laser or MZ response of
generator mod.) this part is
known

"\/

. A 4
Microwave ( : }
- | Recerver
power meter
S| ~0.05-0.5 Syl ~ 1

Assume known
power meter response
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p —>

r

Power

ST meter
\

Receiver
r ?

Waveguide

Power meter 1s calibrated to read incident power P,
P=4b,[

How 1s measured power related to properties of the receiver?

1s power receiver would deliver to a perfect 50 Q load.

2

b

r

})r :Pm‘l_rrrm‘z :%

38
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! :
b, | > i : Power
, : Bias tee : meter
Receiver | !
| i
| |
. i | Power
Recerver |@ ? meter
! I' ' !
| |

> 1-8,,T, = S,T, =TT, (SpSy = 8,8, )|
SOt m T Pt e et m \P12P2r PP
Sh ? Bias tee @Szz B =1k, g
21
<}:|S12 /

“Mismatch” term (derived in slide #57)

39
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0 —
A
KD

Lines - corrected

Normalized response, dB
co
I

Symbols - uncorrected et X
- %ﬁﬁ . s
Adapters are: Bias tee AV
-12 = 3 dB pad iEoec]
Vi,
16 —T — T
0 10 20 30 40 50

Frequency, GHz

» Corrections can be used for frequency-domain measurements or time-
domain measurements after transformation into frequency domain.

* S-parameters are only available over a fixed frequency range,

determined by the vector network analyzer.
40
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Port 1 Port 2
a4 — i i <+ 4
bléél Lc.)»bz

T"l VzT

. | | .

a= (v+zZr)
2.7

b= (v-iz)
2.7

Electrical circuit parameters

|:b1:|:|:S11 S12:||:a1:|
b, S, Sy lla,

bl_:_Tll le__az_
KCH _TZI Tzz__bz_

1| A S
g ]
21 22

A= S12S21 — S11S22

41
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Port 1 Port 2
4 — i | i, i %
b = o — | |~ 5 b

T Vi Va T
o—1 o

When port 2 1s matched to 50 €2

42
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Electrical
vector network
analyzer
: Port 2
Port 1 Optical port ot
al a2
‘—> Optical 0 0 Optical <—-
modula- receiver
< tor —>
bl 4+ b2 b
t)=p,+ p.mcos(wt+a R= i
PO=pot by (W ) p(t) me™ p, a, =0
= p, + Re{Gale } b, =T a, + RGa,
b =TI _a,

. ) . b, ', 0] a AYPREEN P | 7
After electrical calibration: = =

43
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Electrical
vector network
analyzer
Port 1 . Port 2
Optical port
a a,
‘—> Optical 0 0 Known | <+
modula- Optical
— tor receiver| —¥
by «/ b,
—>
p(t)

Measure unknown

modulator with

known receiver: G==-2
I
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Receiver
Thevenin voltage response (use for amplified receivers)

v open _ 2\/Zb2 _ 2\/ZR

vi _ "

pome’®  pome™  pyme’™ - (1-T,)
Norton current response (use for photodiodes)

iN — _12 short __ 2R
p,me’  p,me’ \/Z(I +T,)
Modulator efficiency

Modulation with current input
mp,e’ G\/7
I 1-T"_
Modultion with voltage input

n =

_mpe” G

T Tz (ery)

45
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e Operation (and characterization) at A of interest
« No etalon effects on optical side; high optical return loss
« Precision connectors (both optical and electrical)

« Linear with high peak photocurrent

— Example: Use mode-locked fiber laser source with 10 MHz rep.
rate and pulse width of 100 fs,1 pA average current

= | A peak photocurrent for detector with infinite bandwidth
— 11 mA peak photocurrent for 50 GHz bandwidth detector
= 0.55 V peak voltage—enough to saturate oscilloscope

— High optical power used in modulator based system may saturate
receiver

« High responsivity (A/W)
e Photodiode more stable than amplified receiver

46
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* Photodiode calibrations or calibrated photodiodes
are available from NIST, NPL, or various
instrumentation or photodiode manufacturers

* Magnitude calibrated using heterodyne method

« Phase measured using electro-optic sampling or
calibrated oscilloscope
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Some comments about microwave connectors

Coaxial Connectors

Connector Frequency range

Comments

SMA 18 GHz Not precision connector
Sold by several
SMA 26.5 GHz companies as semi-
precision connector
3.5 mm 26.5 GHz
2.92 mm or K 40 GHz Also 0S-2.9
2.4 mm 50 GHz Also 0S-2.4 or 0S-50
1.85 mmorV 65 GHz
Tmm 110 GHz W --> W1

* Frequency range is determined by
cut-off of high-order transverse

modes

e (Calibrated measurements are not
available beyond range of single-

mode operation

Connector compatibility (at least
that’s what they say)

— SMA, 3.5 mm, 2.92 mm all
“compatible”

— 24 mmand 1.85 mm

But don’t use larger male with
smaller female connector - female
connector may be damaged
permanently!

Blow off debris with clean
“compressed air”. Clean off oxide
layer with solvent and cotton swab
and/or toothpick

Use connector gauges periodically

Don’t use “yunk” connectors on
precision components
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Effect of response on time-domain measurement

Measure eye-pattern for a single transmitter with two different receivers

Revr #1
PASSED

112.9 ps/div

Revr #2
FAILED

112.9 ps/div

Mask test

Run until

22.1606 ns 150
waveforms. ..

Fail action...

Mask test

Run until

22,1079 ns 150
waveformns.. .

Fail action...

Receiver response, dB

Receivers have same response
to >2x bandwidth

R
(=
|

&
S
|

r Tolerance
Failed
h \
(| h h
\ \
Passed "~

0 1 2 3

Frequency, GHz
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« Time-domain measurements are required for digital
systems

— May be difficult to calibrate due to non-ideal properties of
oscilloscope and band-limited nature of microwave measurements

* Frequency domain measurements
— Precisely calibratable but band limited

* Need frequency domain up to 3-5x signal bandwidth for
accurate time-domain representation

* Accurate and repeatable measurements require attention to
good microwave practices
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General receiver characterization
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Oscilloscope calibration and time-domain measurements
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*  Electro-optic sampling
1. D. F. Williams, P. D. Hale, T. S. Clement, and J. M. Morgan, “Calibrating electro-optic
sampling systems,” IMS Conference Digenst, 1473, May 2001.
2. D. F. Williams, P. D. Hale, T. S. Clement, and J. M. Morgan, “Mismatch corrections for
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Relating measurements to equivalent circuit models

(a) A

bz
'\/\/\, o
@ [
(c)

Voltage delivered to 50 €2

Vio =NZyb, =+[2Z,P, (neglecting arg(b,))

Thevenin equivalent voltage

L. +7Z
Vi=———V4
ZO

Norton equivalent current

Z, =reference impedance = 50 Q
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